Grace

INSTRUMENT
SCIENTIFIC INNOVATIONS « INDUSTRIAL SOLUTIONS

Mab00 ELECTRICAL CONFIGLRATION
110V to 120V ONLY

Follow these steps:

1. Plug the line conditioner into an electrical source (120VAC).
2. Plug the M5600 into the line conditioner.
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